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Representative of Notified Body No. 10

Physical-Technical Testing Institute
Ostrava - Radvanice

Supplementary EU - Type Examination Certificate No.4

Equipment or Protective Systems Intended for Use
in Potentially Explosive Atmospheres
(Directive 2014/34/EU)

EU - ﬂfﬁg,_&xamination Certificate number:
. b N

FTZU 05 ATEX 0372X

Product: Ga:é-“;ﬂ;at_ector sensing head type EKP-1/P
Manufacturer: Z.B.P. &‘;EHS_OR GAZ Andrzej Rejowicz
Address: ul. Przemyghigg 55, 43-100 Tychy, Poland

This supplementary certificate exhnds EC - Type Examination Certificate No. FTZU 05 ATEX 0372X
to apply to products designed and ‘gonstructed in accordance with the specification set out in the
Schedule of the said certificate but ha\&ng any variations specified in the Schedule attached to this
certificate and the documents therein ref_errgd_ to.

The Physical-Technical Testing Institute, Noh‘ﬁqd Body number 1026, in accordance with Articles 17 of
Directive 2014/34/EU of the European Parliamentiand of the Council, dated 26.02.2014, certifies that
this product, as modified by this supplementary ce}'tﬂiaate, has been found to comply with the Essential
Health and Safety Requirements relating to the design.@nd construction of products intended for use in
potentially explosive atmospheres given in Annex Il to Il'i'E'"'Birective

In accordance with Article 41 of Directive 2014/34/EU, Ec-‘l(ype Examination Certificates referring to
94/9/EC that were in existence prior to the date of apphcattdn of 2014/34/EU (20.04.2016) may be
referenced as if they were issued in accordance with Dl?eei;ve 2014/34/EU. Supplementary
Certificates to such EC-Type Examination Certificates, and new lpsues of such certificates, may
continue to bear the original certificate number issued prior to 20.04. 2013

Compliance with the Essential Health and Safety Requirements has been ags_ured by compliance with:
EN IEC 60079-0:2018, EN 60079-1:2014, EN 60079-11: 2\01'2

If the sign “X” is placed after the certificate number, it indicates that the producl is SUbjeCt to Specific
Conditions of Use specified in the schedule to this certificate. Y

The marking of the product shall include the following:
&) 126 ExdbiancTsch (L

This certificate is valid till: 30.11. 2030 \ B

Date of iﬁ'e; 11.11.202
)

Page: 1/2

ipl. Ing. Luka$ Martinak

This certificate is not valid withom‘(#é?%’re and stamp of Notified Body No. 1026.
This certificate may only be reproduced in its entirety and without any change.

Physical-Technical Testing Institute, s.p., Pikartska 1337/7, 716 00 Ostrava - Radvanice, Czech Republic
tel.: +420 595 223 111, +420 604 203 525, e-mail: fzu@ftzu.cz, www.ftzu.cz



Physical-Technical Testing Institute
Ostrava - Radvanice

(13) Schedule

14)  Supplementary EU - Type Examination Certificate No. 4
to FTZU 05 ATEX 0372X

(15) Description of the variation to the Product:

The subject of this supplementary certificate is:
- Extension of certificate validity.
The subject of this supplementary certificate is extension of certificate validity for next five years. The

construction and electrical parameters of certified product remain unchanged.

The measuring function according to annex Il paragraph 1.5.5. of the directive 2014/34/EU is not matter
of this EU — Type Examination.

(16) Report Number: 05/0372/4

(17) Specific Conditions of Use:

1. The connection facility of the gas detector sensing head is designed only for connection to the
intrinsically safe circuits.

2. The connection facility, that forms free surface of insulating compound with connection pins, must be
protected by additional cover, or enclosure complying requirements for enclosure in accordance with
EN IEC 60079-0 with degree of protection IP20 at least. Insulating compound surface must be
protected against light.

(18) Essential Health and Safety Requirements:

Compliance with the Essential Health and Safety Requirements is covered by standards mentioned
in clause (10) of this supplementary certificate.

(19) Drawings and Documents:

Documentation remains unchanged.

Date of issue: 11.11.2025

ipl. Ing. Lukas Martinak
epresentative of Notified Body No. 1026™~./48 1028

This certificate is not valid without the signature and stamp of Notified Body No. 1026.
This certificate may only be reproduced in its entirety and without any change.
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Physical-Technical Testing Institute, s.p., Pikartska 1337/7, 716 00 Ostrava - Radvanice, Czech Republic
tel.: +420 595 223 111, +420 604 203 525, e-mail: ftzu@ftzu.cz, www.ftzu.cz



Physical-Technical Testing Institute
Ostrava - Radvanice

1 Supplementary EU - Type Examination Certificate No.3

(2) Equipment or Protective Systems Intended for Use
in Potentially Explosive Atmospheres
(Directive 2014/34/EU)

—_

(3) EU - Type Examination Certificate number:
FTZU 05 ATEX 0372X

(4) Product: Gas detector sensing head type: EKP-1/P
(5) Manufacturer. Z.B.P. SENSOR GAZ Andrzej Rejowicz
(6) Address: ul.Przemyslowa 55, 43-100 Tychy, Poland

(7) This supplementary certificate extends EC - Type Examination Certificate No. FTZU 05 ATEX 0372X
to apply to products designed and constructed in accordance with the specification set out in the
Schedule of the said certificate but having any variations specified in the Schedule attached to this
certificate and the documents therein referred to.

(8) The Physical-Technical Testing Institute, Notified Body number 1026, in accordance with Articles 17 of
Directive 2014/34/EU of the European Parliament and of the Council, dated 26.02.2014, certifies that
this product, as modified by this supplementary certificate, has been found to comply with the Essential
Health and Safety Requirements relating to the design and construction of products intended for use in
potentially explosive atmospheres given in Annex |l to the Directive.

(9) In accordance with Article 41 of Directive 2014/34/EU, EC-Type Examination Certificates referring to
94/9/EC that were in existence prior to the date of application of 2014/34/EU (20.04.2016) may be
referenced as if they were issued in accordance with Directive 2014/34/EU. Supplementary
Certificates to such EC-Type Examination Certificates, and new issues of such certificates, may
continue to bear the original certificate number issued prior to 20.04.2016.

(10) Compliance with the Essential Health and Safety Requirements has been assured by compliance with:
EN IEC 60079-0:2018, EN 60079-1:2014, EN 60079-11:2012

(11) The marking of the product shall include the following:

Ex) 112G ExdbialIC T5 Gb

(12) This certificate is valid till: 30.11.2025 ' L N

" vh(—‘\-'-- 4 3 .:-"‘V
ipl. Ing. Luka$ Martinak Y ") Page: 1/3
Head of Certification Body B 1026

This certificate is granted subject to the general conditions of the FTZU, s.p.
This certificate may only be reproduced in its entirety and without any change, schedule included.

Physical-Technical Testing Institute, s.p., Pikartskd 1337/7, 716 07 Ostrava - Radvanice, Czech Republic
tel.: +420 595 223 111, +420 604 203 525, e-mail: ftzu@ftzu.cz, www.ftzu.cz

- /)
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Responsible person: E—'é FFZU*{,{%E Date of issée: 13.11.2020
/’{/ Q é/ oy o
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Physical-Technical Testing Institute
Ostrava - Radvanice

(13) Schedule

4 Supplementary EU - Type Examination Certificate No. 3
to FTZU 05 ATEX 0372X

(15) Description of the variation to the Product:

The subject of this supplementary certificate is:
- Evaluation according to the newest standards;
- Prolongation of certificate validity.

The equipment type EKP-1/P remain unchanged.

The design remains unchanged. Electrical parameters mentioned in the Supplement No.2 to the
certificate No. FTZU 05 ATEX 0372 are unchanged.

The measuring function according to annex Il paragraph 1.5.5. of the directive 2014/34/EU is not matter
of this EU —~ Type Examination.

The equipment is verified according to EN [|EC 60079-0:2018, EN 60079-1:2014 and
EN 60079-11:2012.

(16) Report Number.: 05/0372/3

(17) Specific Conditions of Use:

1. The connection facility of the gas detector sensing head is designed only for connection to the
intrinsically safe circuits.

2. The connection facility, that forms free surface of insulating compound with connection pins, must
be protected by additional cover, or enclosure complying requirements for enclosure in
accordance with EN |IEC 60079-0 with degree of protection |P20 at least. Insulating compound
surface must be protected against light.

(18) Essential Health and Safety Requirements:

Compliance with the Essential Health and Safety Requirements is covered by standards mentioned in
clause (10) of this supplementary certificate.

Date of issue: 13.11.2020

ipl. Ing. Lukas Martinak
Head of Certification Body

This certificate is granted subject to the general conditions of the FTZU, s.p.
This certificate may only be reproduced in its entirety and without any change, schedule included.
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Physical-Technical Testing Institute, s.p., Pikartska 1337/7, 716 07 Ostrava - Radvanice, Czech Republic
tel.: +420 595 223 111, +420 604 203 525, e-mail: ftzu@ftzu.cz, www.ftzu.cz



Physical-Technical Testing Institute
Ostrava - Radvanice

(13) Schedule

(14 Supplementary EU - Type Examination Certificate No. 3
to FTZU 05 ATEX 0372X

(19) Drawings and Documents:

Number Issue | Sheets | Date Description

10 003/4 - 3 11/2020 Instruction of use

4/10/05-4 -- 3 11/2020 Recertification documentation
IT 009/02 -- 2 11/2020 Technological instruction

Nr 063.00-01 2 1 11/2020 List of documents

003.00-0 4 1 11/2020 Drawing

003.00-1 4 1 11/2020 Drawing

003.00-3 2 1 11/2020 Drawing

003.00-4 2 1 11/2020 Drawing

003.00-8 4 1 11/2020 Drawing

Date of issue: 13.11.2020

Dipl. Ing. Luka$ Martinak
Head of Certification Body

This certificate is granted subject to the general conditions of the FTZU, s.p.
This certificate may only be reproduced in its entirety and without any change, schedule included.

Physical-Technical Testing Institute, s.p., Pikartskd 1337/7, 716 07 Ostrava - Radvanice, Czech Republic
tel.: +420 595 223 111, +420 604 203 525, e-mail: ftzu@ftzu.cz, www.ftzu.cz

Page: 3/3



Physical Technical Testing Institute

Ostrava — Radvanice

(1) Supplement No. 2 to
EC-Type Examination Certificate

(2) Equipment or Protective Systems Intended for Use
in Potentially Explosive Atmospheres
(Directive 94/9/EC)

(3) EC-Type Examination Certificate Number:

FTZU 05 ATEX 0372X

(4) Equipment or protective system: Gas detector sensing head type: EKP-1/P
(5) Manufacturer: Z.B.P. SENSOR GAZ Andrzej Rejowicz

(6) Address: ul.Przemyslowa 55, 43-100 Tychy, Poland

(7) This supplement of certificate is valid for; - -

(8) Modification of certified apparatus (protective system)and any of its approved variants are specified in

change of marking

prolongation of certificate validity
application of new standards
change of technical parameters
change of manufacturer address

documentation, list of which is mentioned in schedule of this certificate.

(9) This supplement to type examination certificate is valid enly for type examination of design and
construction of product sample in accordance with Annex 3 Paragraph 6) of Directive No. 94/9/EC. The
Directive contains another requirements, which manufacturer shall fulfil before products are place on

market or introduce in service.

(10) Safety requirements of modified parts were fulfilled by satisfying the following standards:

EN 60079-0:2012, EN 60079-1:2007, EN 60079-11:2012

(11) Marking of equipment shall contain symbols:

€ 1126 ExdialiC T5 Gb

(12) This type examination certificate is valid till: 24.11.2020

Responsible,person:

Syok
Dipl. Ing. Lukas Martinak
Head of Certification Body

This supplement to certificate is granted subject to the general conditions of the FTZU, s.p.
This supplement to certificate may only be reproduced in its entirety and without any change, schedule included.

Date of issuei@4.11.2015

Page: 1/2

FTZU, s.p., Pikartska 1337/7, 716 07 Ostrava-Radvanice, Czech Republic,
tel +420 595 223 111, fax +420 596 232 672, ftzu@ftzu.cz, www.ftzu.cz



Physical Technical Testing Institute
Ostrava — Radvanice

(13) Schedule

(14) Supplement No. 2to
EC-Type Examination Certificate N° FTZU 05 ATEX 0372X

(15) Description of Equipment or Protective System:

The equipments type EKP-1/P still without changes. The equipment is manufactured according to the
verified documentation shown in the basic certificate, supplement nr.1 and in this supplement and
complies with requirements of upgraded standards mentioned in clause (10). Technical parameters
were modified. The validity of the certificate is prolonged till 24.11.2020.

Technical parameters:

Pins2—-3and1-4:Ui=10V, Pi=0.765W,Ci=0 Li=0
(16) Report No.: 05/0372-2

(17) Special conditions for safe use:

17.1 The connection facility of the gas detector sensing head is designed only for connection to the
intrinsically safe circuits.

17.2 The connection facility, that forms free surface of insulating compound with connection pins, must
be protected by additional cover, or enclosure complying requirements for enclosure in
accordance with EN 60079-0 with degree of protection IP20 at least Insulating compound
surface must be protected against light.

(18) Essential Health and Safety Requirements:

Essential health and safety requirement of Directive 94/9/EC are covered by the standards mentioned
in clause (10) of this supplement according which the new model was verified and in the manufacturer's
Instruction for Using.

(19) List of Documentation:

Title: Drawings No.: Date: Nr. of pages:
Recertification documentation Nr 4/10/05-3 06.2015 3
List of documents Nr 063.00-01 06.2015 1
Responsible-person: = ' Date of issue: 24.11.2015
LU,
Dipl. Ing. Lukas Martinak Page: 2/2

Head of Certification Body

This supplement to certificate is granted subject to the general conditions of the FTZU, s.p.
This supplement to certificate may only be reproduced in its entirety and without any change, schedule included.

FTZU, s.p., Pikartska 1337/7, 716 07 Ostrava-Radvanice, Czech Republic,
tel +420 595 223 111, fax +420 596 232 672, ftzu@ftzu.cz, www.ftzu.cz
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Physical Technical Testing Institute

Ostrava-Radvanice

Supplement No. 1 to
EC-Type Examination Certificate

Equipment or Protective Systems Intended for use
in Potentially Explosive Atmospheres
Directive 94/9/EC

EC-Type Examination Certificate Number:

FTZU 05 ATEX 0372X

Equipment: Gas detector sensing head type: EKP-1/P
Manufacturer: Z.B.P. "SENSOR GAZ" Andrzej Rejowicz

Address: ul. Biskupa Burschego 7, 43-100 Tychy, Poland

This supplement of certificate is valid for: - prolongation of certificate validity.

Modification of certified apparatus (protective system) and any of its approved variants are
specified in documentation, list of which is mentioned in schedule of this certificate.

This supplement to type examination certificate is valid only for type examination of design and
construction of product sample in accordance with Annex 3 Paragraph 6) of Directive No.
94/9/EC. The Directive contains another requirement, which manufacturer shall fulfill before
products are place on market or introduce in service.

(10) Safety requirements of modified parts were fulfill by satisfying of following standards:

EN 60079-0:2006; EN 60079-1:2007, EN60079-11:2007

(11) Marking of equipment designed according to this supplement shall contain symbols:

Ex) 112G ExdiallC T5

(12) This type examination certificate is valid till: ~ 29. 01. 2015

Responsible pgrson: A5 Date of iss(1€?.29. 01. 2010
g ‘7 - Z !
Ing. Sfndler Jaroslau&Z " > : Number of ;ﬁges: 2
Head of certification body y Page: 1/2

This supplement to certificate is granted subject to the general conditions of the Physical Technical Testing Institute.
This supplement to certificate may only be reproduced in its entirety and without any change, schedule included.

FTZU, Pikartsk4 7, 716 07 Ostrava Radvanice, phone +420 59 623 27 15, fax +420 59 623 26 72, e-mail: ftzu@fizu.cz



Physical Technical Testing Institute

Ostrava-Radvanice

(13) Schedule

(14) Supplement No. 1 to
EC-Type Examination Certificate N° FTZU 05 ATEX 0372X

(15) Description of Equipment:
Neither the construction nor technical parameters of the gas detector sensing head type EKP-1/P
were modified.

The supplement verifies equipment conformity with requirements of new edition of standards
mentioned in clause (10) and prolongs certificate validity.

(16) Report No.:  05/0372-1 on 28.01.2010

(17) Special conditions for safe use:
17.1 The connection facility of the gas detector sensing head is designed only for connection to
the intrinsically safe circuits.
17.2 The connection facility, that forms free surface of insulating compound with connection pins,
must be protected by additional cover, or enclosure complying requirements for enclosure in
accordance with EN 60079-0 with degree of protection IP20 at least.

(18) Essential Health and Safety Requirements: They are included in standards, which are mentioned
in clause (10) of this certificate supplement. The product was approved in accordance with above
mentioned standards.

(19) List of documentation:

Update:
Instruction for use No.: 10 003/2 11/2009
Approval report No.: 4/10/05-2 11/2009
Technological procedures No.: IT 003/2 11/2009
IT 001/2 11/2009
Drawings No.: 003.00 - 0/2 11/2009
003.00 - 1/2 11/2009
002.00 - 8/2 11/2009
003.00 - 8/2 11/2009
Responsible pepson: ‘ A O Date of issue: 29. 01. 2010
(L o
Ing. Sindler Jaroslav
g .
Head of certification body Page: 2/2

This supplement to certificate is granted subject to the general conditions of the Physical Technical Testing Institute.
This supplement to certificate may only be reproduced in its entirety and without any change, schedule included

. FTZU, Pikartska 7, 716 07 Ostrava Radvanice, phone +420 59 623 27 15, fax +420 59 623 26 72, e-mail: ftzu@ftzu.cz



Physical Technical Testing Institute

Ostrava-Radvanice

(1) EC-Type Examination Certificate

(2) Equipment or Protective Systems Intended for use
in Potentially Explosive Atmospheres
Directive 94/9/EC

(3) EC-Type Examination Certificate Number:

FTZU 05 ATEX 0372X

(4) Equipment; Sensor head of flammable gas detector, type: EKP-1/P
(5) Manufacturer: Z.B.P. "SENSOR GAZ" Andrzej Rejowicz

(6) Address: ul. Biskupa Burschego 7, 43-100 Tychy, Poland

(7) This equipment or protective system and any of acceptable variation thereto is specified in the
schedule to this certificate and the documents therein referred to.

(8) The Physical Technical Testing Institute, notified body number 1026 in accordance with Article 9
of the Council Directive 94/9/EC of 23 March 1994, certifies that this equipment or protective
system has been found to comply with the Essential Health and Safety Requirements relating to
the design and construction of equipment and protective systems intended for use in potentially
explosive atmospheres given in Annex [l to the Directive.

The examination and test results are recorded in confidential Report N°

05/0372 dated 14 February 2006
(9) Compliance with Essential Health and safety requirements has been assured by compliance with:
EN 50014:1997+A1, A2 EN 50018:2000 EN 50020:2002

(10) If the sign X" is placed after the certificate number, it indicates that the equipment or protective
system is subject to special conditions for safe use specified in the schedule to this certificate.

(11) This EC-TYPE EXAMINATION CERTIFICATE relates only to the design, examination and
testing of the specified equipment or protective system in accordance to the directive 94/9/EC.
Further requirements of the Directive apply to the manufacturing progess and supply of this
equipment or protective system. These are not covered by this certificate.

(12) The marking of the equipment or protective system shall include following:

€< 112G EEx dialIC T5

This EC-Type Examination Certificate is valid till:  28. 02. 2011

Responsi rson: Date of issﬁﬁé?;jh&oz. 2006
P

h

» P <o
(L bl }y N
Dipl. Ing. Sindler Jaroslav Number ofﬁges: 3 \-,.K

Head of certification body Page: 1;’:';:,

This certificate is granted subject to the general conditions of the Physical Technical Testing Institute.
This certificate may only be reproduced in its entirety and without any change, schedule included.

FTZU, Pikartska 7, 716 07 Ostrava Radvanice, tel +420 59 623 27 15, fax +420 59 623 26 72, e-mail: ftzu@ftzu.cz



Physical Technical Testing Institute

Ostrava-Radvanice

Schedule

14 EC-Type Examination Certificate N° FTZU 05 ATEX 0372X

(15) Description of Equipment:

The sensing head of flammable gas detector is a device consisting of steel chamber, which
contains breathing device of sintered metal. Inside of a chamber is installed a semiconductor
sensor with integrated heating elements. The connection device of sensing head forms bare
conductors (pins) protruding an compound, which closes flameproof enclosure "d" of chamber.
The connection device is designed only for connection of intrinsically safe circuits "i".
Technical data:

heating circuit: AC/DC50V+0,2V, 56 +£5mA

Sensor circuit: DC50V+02V,Ps<15mW
Intrinsically safe parameters:

terminals (1-4): U; =7V, l; =100 mA , L, =620 pH, C; = 130 nF

terminals (2-3): U, =6V, P, =15 mW , L =10puH, C =0
Note: |.S. circuits (1-4) and (2-3) can't be consider as separated circuits in accordance with
clause 6.4.1 EN 50020:2002.

(16) Report No. : 05/0372 (37 pages, 8 annexes)

(17) Special conditions for safe use:

¢ Part of device, which consists of free surface of compound with connection pins, must be
additionaily protected by cover, complying the requirements of impact endurance according to
EN 50014:1997 clause 23.4.3.1.

¢ Sensing head of the connection device of flammable gas detector is designed only for
connection to intrinsically safe circuits.

o The verification of measuring function (performance requirements) are not in scope of this
certificate.

(18) Essential Health and Safety Requirements: They are included in standards, which are mentioned

in clause (9) of this certificate. The product was approved in accordance with above mentioned
standards and manufacturer instruction.

Responsible_person: Date of issue: 20. 02. 2006

7 laz/[}zv

Dipl. Ing. Sindler Jaroslav Number of pages: 3

Head of certification body Page: 2/3

This certificate is granted subject to the general conditions of the Physical Technical Testing Institute.
This certificate may only be reproduced in its entirety and without any change, schedule included.

FTZU, Pikartska 7, 716 07 Ostrava Radvanice, tel +420 59 623 27 15, fax +420 59 623 26 72, e-mail: ftzu@ftzu.cz



Physical Technical Testing Institute

Ostrava-Radvanice

(13) Schedule

(14 EC-Type Examination Certificate N° FTZU 05 ATEX 0372X

(19) LIST OF DOCUMENTATION

e Instruction for use No. 1O 003/1 01/2006

e Approval report No. 4/10/05 01/2006

e Drawings No.:
003.00 - 0/1 09/2005
003.00 - 111 09/2005
001.00 - 211 09/2005
003.00 - 31 09/2005
003.00 - 4/1 09/2005
003.00 - 5/1 09/2005
001.00 - 6/1 09/2005
002.00 - 6/1 09/2005
003.00 - 7/1 09/2005
003.00 - 8/1 09/2005
003.00 - 9/1 09/2005

¢ Technological instruction No.:
IT 001/1 10/2005
IT 003/1 10/2005

Date of issue: 20. 02. 2006

Number of pages: 3
Page: 3/3

This certificate is granted subject to the general conditions of the Physical Technical Testing Institute.
This certificate may only be reproduced in its entirety and without any change, schedule inciuded.

. FTZU, Pikartska 7, 716 07 Ostrava Radvanice, tel +420 59 623 27 15, fax +420 59 623 26 72, e-mail: fizu@ftzu.cz



